When patients with Stokes-Adams disease are treated with artificial pacemakers the threshold for stimulation of the heart rises initially (Senning, 1959; Stephenson, 1960; Zoll et al., 1961; Kantrowitz et al., 1962) and threshold values of up to 200 volts have been reported (Dittmar, Friese, and Holder, 1962) . The threshold may fall again after an initial rise (Chardack, Gage, and Greatbatch, 1960; Simpson et al., 1962) and usually reaches a plateau after a few weeks. This paper reports the results of measurements of acute and chronic thresholds in 50 patients.
PATIENTS AND METHODS
The patients were being treated by artificial pacemaking for Stokes-Adams disease, and after discharge from hospital they attended a pacemaker clinic. Fourteen patients were being paced with endocardial stimulation via electrode catheters, 8 had small external pacemakers connected to electrodes on the surface of the heart, and 28 had implanted self-contained pacemakers connected to epicardial electrodes.
The electrode catheters wer positioned so that the tip contact lay in the apex of the right ventricle and was impacted amongst the trabeculx (Sowton and Davies, 1964) . The electrode of the unipolar catheter* was of platinum and comprised the terminal 2 mm. of the catheter which was of 2 mm. diameter. Bipolar electrode catheters had, in addition, a 2 mm. ring of platinum set 1 cm. back from the tip forming a second electrode.t The epicardial electrodes consisted of a triple coil of stainless steel wire (specification EN58J) of 0-85 mm. total outside diameter, so arranged as to expose about 10 mm. of the coil to the epicardiumt (Fig. 1 ).
For unipolar epicardial stimulation, one such electrode was surgically attached near the apex of the heart on a fat-free area of the anterior surface of the right or left ventricle (Siddons, 1963) , and the other pole of the pace-t Devices Ltd., Welwyn Garden City, Herts. maker was attached to an indifferent electrode consisting of a coiled stainless steel loop, 0-85 mm. diameter, buried in the tissues of the anterior abdominal wall, with 6 cm. length exposed free of insulation. For bipolar stimulation two epicardial electrodes were attached to the heart about 2 cm. apart. Two patients had intramural electrodes, consisting of braided stainless steel wire passing for a distance of about 2 cm. within the wall of the left ventricle but not entering the ventricular cavity.
Thresholds were measured in all patients at the onset of pacing and when the intemal units were replaced. In addition, patients with extemal units were studied at routine visits to the pacemaker clinic.
The pacemaker used for threshold measurements was designed by one of us (J.G.D.), and has an output impedance of approximately 50 ohms, with a variable rate, voltage, and impulse duration. Current was measured as the voltage drop across a 10 ohm resistor within the pacemaker, and values for current, voltage, and impulse duration were obtained from photographs of the image displayed on a Tetronix type 551 oscilloscope (Fig. 2) . Threshold values were determined by slow reduction of the stimulating voltage (or current) until pacing ceased, the end-point being detected by means of a battery-driven pulse monitor or an electrocardiogram. The impulse wave form used was initially a biphasic square wave and the figures quoted in this paper refer to unipolar cathodal stimulation unless stated otherwise. In the calculation of energy transferred to the load the phase angle has been ignored, since this was found to affect the result by less than 2 per cent. No significant differences were found in threshold values when the pacemaker rate was varied over the range 50-90 beats a minute, and so no attempt to standardize this variable was made.
In the presence of infection around the electrodes, there was no clear end-point, and accurate threshold measurements could not be made; when threshold values varied widely from moment to moment, the cause was invariably an unstable electrical contact somewhere in the pacing circuit, usually at the heart, and no readings taken under these circumstances have been included in the tables presented here.
Clinical and hamodynamic data on this series of patients are reported elsewhere (Siddons, 1963; Sowton, 1964 Sowton, , 1965 Harris et al., 1965 The "initial" values were taken within a few hours of attachment of the electrodes to the heart, and the "late" values refer to the final threshold level after several weeks or months.
included in Table I , stimulation was carried out via an electrode catheter placed in the coronary sinus and in each case there was a rapid rise in threshold requirements to unacceptable levels (over 9 volts). The threshold voltages corresponding to different stimulus durations were investigated in 17 patients, several of them having more than one series of measurements taken. Fig. 3 shows strengthduration curves obtained shortly after a unipolar electrode catheter had been inserted into the right ventricle; it shows that the threshold was considerably higher when the electrode tip was the positive pole than when it was the negative pole for all stimulus durations. Repeated measurements 3-0 20 I0- showed that the shape of the curves changed little with time but the rheobase voltage increased until the threshold plateau was reached (Fig. 4) .
When the electrodes were on the epicardium the strength-duration curves differed in shape from those produced by endocardial stimulation, and typical results for the same patient are illustrated in Fig. 5 . The differences in shape were very pronounced when infection was present around the epicardial electrode.
When the catheter electrodes were not firmly in contact with the ventricular wall, it proved impossible to obtain strength-duration curves owing to wide variations of threshold, and values above 8 volts (2 msec. impulse) were often recorded when the electrodes, either unipolar or bipolar, were free in the right ventricular cavity. In 2 patients with the catheter tip impacted amongst the trabecul., strength-duration curves were compared for unipolar and bipolar pacing. There was no significant difference between the two systems (Fig. 6) , and this finding was confirmed by partial curves on 4 additional patients. Investigation of epicardial unipolar and bipolar stimulation in a further 4 patients also gave a similar result.
Current strength-duration curves were obtained on 11 occasions in 8 patients and were very similar in shape to the voltage strength-duration curves (Fig. 7) . The mean values of rheobase and chronaxie obtained from 36 strength-duration curves under different conditions are given in Table II ; values recorded in the presence of infection around the electrodes have been excluded.
Calculations of the threshold energy delivered to the load at different impulse durations were made for 42 investigations in 24 patients. A typical graph of threshold energy and impulse duration is illustrated in Fig. 8 and shows that the energy was approximately constant for impulses between 0-3 msec. and 10 msec. Similar graphs were plotted for the other 23 patients and the mean threshold energy corresponding to the flat portions of the graphs obtained. These results are presented in Table III .
In the presence of infection around epicardial electrodes, no threshold plateau was reached, and the requirements showed a steady increase, often with marked day-to-day variation. Some of these patients had thresholds for epicardial electrodes of over 200 microjoules, and we consider that a threshold value of 50 microjoules or over suggests that infection has occurred. In 3 patients of this series the threshold rose above 50 microjoules in the apparent absence of infection, and in 2 of these the epicardial electrode was subsequently found to be making contact with the epicardium over a length of the coiled wire considerably in excess of 10 mm.
DISCUSSION
The threshold for electrical stimulation is often described in terms of voltage or current, but these terms are meaningless unless the impulse duration is given, though in clinical practice this can usually be assumed to be of the order of 2 msec. The use of impulse energy is theoretically attractive since this is usually almost constant for a wide range of impulse widths, but unless the corresponding chronaxie and rheobase values are known the threshold information is incomplete, and there is no simple, completely satisfactory, way in which the cardiac threshold can be adequately expressed. A possible source of error in most threshold measurements is that unknown losses may occur due to high resistance faults or alternative current pathways in the catheter or electrode, and the results we present here may be influenced by this factor though on clinical grounds we consider it unlikely since pacing was satisfactory for long periods in all patients.
A variety of early reports concerning the threshold for epicardial and intramural stimulation claimed that bipolar electrodes were considerably superior to unipolar electrodes, resulting in a threshold that stabilized sooner and at a lower level (Hunter et al., 1959; Chardack et al., 1960) , though other workers were unable to show any difference in the sensitivity Electical Threshold of the Human Heart of the heart to unipolar or bipolar stimulation (Lillehei et al., 1960; Zoll et al., 1961; Keller, 1964 (Chardack, Gage, and Greatbatch, 1961) , showing that the superior performance of the bipolar electrodes was due to the high current density secondary to their shape and not to their bipolar properties; but we cannot confirm that this is true only for deep intramural electrodes. Our experience is similar to that of Elmqvist et al. (1963) who found epicardial electrodes satisfactory.
When the thresholds were expressed as energy, the values were approximately constant and not dependent upon pulse width over a fairly wide range, though we noticed an increase in requirements for very short and very long impulses.
Although the values increased, the relation between energy and pulse width was unaffected by the length of time pacing had been continued, and the threshold increased in the same way whether the electrodes were actually used for stimulation or not. These results are in keeping with the reports of Raillard (1962) on human hearts, and with results found on dogs by Nash et al. (1962) .
It has lang been known from animal experiments that cathodal stimulation of the heart will mimic the normal depolarization potential (Hoffman and Cranefield, 1964) , and so it is not surprising that in this study the threshold energy was considerably higher for anodal unipolar stimulation than for cathodal, an effect that has also been noted by many other observers. As the end-point for anodal stimulation was often ill defined, the values are unreliable and have not been given here in detail, but the threshold energies for the patient whose strength duration curves are illustrated in Fig. 3 were 0-13 microjoules for cathodal and 2-10 microjoules for anodal stimulation, a ratio of 1:16.
If the electrodes were applied to fibrotic areas of the heart a rather more powerful stimulus was needed than elsewhere to initiate contraction, but pacing could be carried out successfully, as noted also by Weale, Deuchar, and Nightingale (1960) and by Albert et al. (1962) . Zucker et al. (1963) showed that in dogs pacing with bipolar electrode catheters was satisfactory, even when both electrodes were shielded to prevent direct contact with the myocardium, and they postulated that the heart was responding to the electrical field set up around the catheter tip. In our experience catheter pacing in human subjects is unsatisfactory unless the electrodes are touching or very near to the endocardial surface, and on several occasions we have noted threshold requirements varying from half a volt up to 9 volts as a bipolar catheter tip moved in the bloodstream within the right ventricle without either electrode crossing the tricuspid or pulmonary valve. The probable explanation of this disparity lies in the fact that a dog's ventricle is small enough for the muscle to be stimulated wherever the tip of a bipolar catheter lies, but the electrical field is not intense enough for stable pacing to be achieved when the catheter tip is more than a critical distance away from the myocardium, and so in the larger human heart unstable pacing can result.
Thresholds found in this study were considerably lower whenever the impulse was applied to the endocardium rather than to the epicardium, and the explanation of this finding is not yet clear. It is possible that the difference in the materials and anatomy of the endocardial and epicardial electrodes was sufficient to account for the variation, and it has been shown (Mansfield and Cole, 1963 ) that decreasing electrode area may decrease current threshold in an almost linear fashion. An alternative hypothesis is that the conducting tissue was stimulated directly during endocardial pacing while the epicardial electrodes led to stimulation of cardiac muscle. The work of Zarnstorff et al. (1962) at open heart surgery confirmed that the conducting tissue had a lower threshold than cardiac muscle, and this interpretation is supported to some extent by the relative shapes of the two strength duration curves illustrated in Fig. 5 . The extremely short impulses capable of initiating ventricular contraction when applied to the endocardium are also compatible with this latter view; the shortest impulse with which we were able to pace the heart via an electrode catheter was 3 microseconds, and the minimum threshold current we found was 400 microamps, while the minimum voltage capable of stimulating the heart irrespective of pulse duration was 250 millivolts. Feldman (1963) also reported that endocardial stimulation of the human heart was possible with short duration impulses and concluded that conducting tissue was probably stimulated directly.
Many of the results reported here are in agreement with the acute experiments on animals' hearts which are reported in detail by Brooks et al. (1955) and by Hoffman and Cranefield (1960) , as well as with the studies on stimulation of dogs' hearts reported by Nash (1964) and by Albert et al. (1964) . The strength duration curves reported here are in agreement with those obtained by Weale et al. (1960) from a 72-year-old man with postinfarction heart block, and indicate that an impulse of 1-2 milliseconds is satisfactory for epicardial or intramural stimulation, though considerably shorter impulses can be used for endocardial stimulation.
Most commercially available units provide impulses within this range, though pulses as long as 40 milliseconds (Tsuboi and Ebina, 1960) or even 100 milliseconds (Stephenson et al., 1959) have been recommended in the past for clinical use. The values we report for chronaxie are rather shorter than those noted by Feldman and Kantrowitz (1963) on 3 human subjects, but these differences are probably related to the type and site of the electrodes used, since Schneider (1964) has shown that the chronaxie becomes shorter as the electrode site approaches the apex of the ventricle. The present values for threshold energies are in broad agreement with those found by Raillard (1962) , J. A. Hopps (1964, personal communication) , and Kantrowitz (1964) as well as values found in subsequent patients in whom modified electrodes had been utilized (Davies and Sowton, 1964; Davies, 1965) .
CONCLUSIONS
Under the conditions of this investigation the human heart was slightly more sensitive to endocardial than to intramural stimulation, and considerably more sensitive to intramural than to epicardial stimulation.
At the threshold for myocardial contraction, current and voltage varied inversely with impulse duration, the energy being constant over a wide range.
Threshold requirements rose initially for all types of stimulation, but stabilized at fairly low levels in the absence of infection. Final values for threshold energy were approximately 5 microjoules for endocardial stimulation and 20 microjoules for epicardial stimulation; the initial values were about one-tenth of the final values.
The heart showed similar sensitivity to unipolar cathodal stimulation and bipolar stimulation. The threshold for unipolar anodal stimulation was considerably higher.
Voltage and current strength-duration curves for the human heart are presented, and values for rheobase and chronaxie are given.
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